











TOPLINE RESULTS USING
ISO GUIDELINES

To further measure meter performance,

all systems were evaluated by using the
International Standards Organization

(ISO) 15197:2003 criteria for measuring
accuracy in blood glucose monitoring devices.
ISO combines two sets of accuracy criteria
based on glucose value; values less than

75 mg/dL and values greater than or equal

to 75 mg/dL.

Summary of all systems” accuracy
against the YSI reference method for
YSI readings below 75 mg/dL
(calculated plasma readings).

Meter System Within £ 15

mg/dL

18/18 (100%)

TRUEresult®

Precision was evaluated by the standard
deviation calculated using the difference
between duplicate samples The TRUEresult®
System has a smaller average deviation than
the OneTouch® Ultra®2, the Ascensia®
CONTOUR?®, and the FreeStyle Freedom® Lite.

Average Deviation

Meter System (mg/dL)

TRUEresult® 9.0

OneTouch® Ultra®2 12.0

Ascensia® CONTOUR® 15.7

Freestyle Freedom® Lite [ 11.7

OneTouch® Ultra®2 17/18 (94%)

Ascensia® CONTOUR® | 16/18 (89%)

Freestyle

0,
Freedom® Lite 15/18 (83%)

Summary of all systems’ accuracy against the
YSI reference method for YSI readings at 75
mg/dL and above’ (calculated plasma readings).

Meter System Within * 20 %

TRUEresult®

181/182 (99%)

OneTouch® Ultra®2

171/180 (95%)

Ascensia® CONTOUR®

173/182 (95%)

Freestyle
Freedom® Lite

172/182 (95%)

* One subject’s duplicate results using the OneTouch® Ultra®2
were omitted from the data analysis due to the subject’'s 28%
HCT being less than the manufacturer’s lower limit of 30% for
that system.

Note: The standard deviation of duplicates is an assessment of the
system’s reproducibility. The formula used to calculate the standard

deviation is below.
d2
N 2n

Where “d” represents the difference between the pair of duplicates,
and “n” is the number of samples.

Standard Deviation = S



DISCUSSION

Regardless of an individual's specific
insurance situation, patients with diabetes
continue to look for ways to cope with the
high cost of managing the disease. At the
same time, they search for ways to better
manage overall household expenses and
budgets. Some patients cut back on a
prescribed testing regimen to extend the life
of their test strip supplies. Others completely
eliminate testing. Due to cost, U.S. patients
failed to fill 6.8% of the name-brand
prescriptions their doctors requested in the
2008 fourth quarter, a 22% increase from the
first quarter of 2007.1°

Actions like these come at the expense of
patient health and add to the annual economic
cost of the disease - $174 billion in 2007. This
figure includes $27 billion for diabetes care,
$58 billion for chronic diabetes-related
complications, and $31 billion for excess
general medical expenses. Indirect costs
resulting from increased absenteeism,
reduced productivity, disease-related
unemployment disability, and loss of
productive capacity due to early mortality add
up to $58 billion."

Not all blood glucose monitoring systems are
cost-prohibitive. Store-brand blood glucose
monitoring systems, such as the TRUEresult®
Meter and TRUEtest™ Strips - manufactured by
Home Diagnostics, Inc. for the nation’s leading
pharmacies, pharmacy wholesalers, medical
products distributors and mail-service
providers - provide an advanced performance
alternative that can annually save people with
diabetes (on average) over $400 on test strips
alone (compared to name-brand strips).™

In the past, lower-cost alternatives like these
have been correlated with lower quality and
performance. However, this study

demonstrates that a specific store-brand
system delivers comparable accuracy and
performance when tested against name
brands. Home Diagnostics products sell at
price points significantly below those of name
brands. Through minimized advertising and
marketing expenses, Home Diagnostics sells
for less, makes less, and receives lower
margins on every meter and test strip.

Store-brand systems are subject to the same,
rigorous, clinical substantiation and approval
process as the name brands, as mandated by
the U.S. Food and Drug Administration.

The TRUEresult® System (store brand) has
also been evaluated for accuracy and ease of
use against International Organization for
Standardization (ISO) guidelines and has

met, or exceeded, the minimum requirement
for accuracy.

The TRUEresult® System continues to be
studied and reviewed in unbiased clinical
studies that demonstrate that this product
achieves accuracy and ease of use
comparable to that of the leading
name-brand systems.

Store-brand blood glucose monitoring
systems continue to gain greater patient and
professional acceptance. Today, the entire
healthcare system is looking for cost savings
through solutions that offer outstanding
performance combined with exceptional value
and savings. Not only does this help patients
save money on their testing supplies, it helps
reduce overall healthcare expenses for
insurers, Medicare and Medicaid. This is an
important consideration and advantage as our
country looks toward healthcare reform in an
effort to lower the overall costs and burden on
our economic system.



In 2008, the number of uninsured Americans
reached 46.3 million people, or 15.4% of

the population.® The quality and savings
offered by store-brand blood glucose
monitoring systems provide significant
value to cash payers, the underinsured

and uninsured.

Overall, store-brand blood glucose monitoring
systems - such as the TRUEresult® Meter and
TRUEtest” Strips from Home Diagnostics, Inc. -
are proven to deliver comparable performance
to name-brand systems, while helping
patients achieve meaningful savings on
diabetes testing supplies. This bottom-Lline
advantage is a combination of value and
performance that sets these store-brand
systems apart from competitors.

CONCLUSIONS

The performance of the TRUEresult® System exceeds the minimum performance criteria
outlined in the ISO protocol with 199 out of 200 (99.5%] results within the ISO stated
accuracy limits.

The TRUEresult® System showed excellent accuracy with 98.5% of glucose results within
Zone A of the Parkes Error Grid, which was comparable to the Ascensia® CONTOUR®.

The TRUEresult® System showed good reproducibility with 100 duplicate samples
compared to the measured precision of OneTouch® Ultra®2, Ascensia® CONTOUR®,
and Freestyle Freedom® Lite.

Overall, the performance of the TRUEresult® System was comparable to OneTouch® Ultra®2,
Ascensia® CONTOUR®, and FreeStyle Freedom® Lite when tested on people with diabetes.
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